WASHINGTON STATE PATROL
SCALE TEST REPORT AND CERTIFICATION OF INSPECTION

37 2¢4/] WITIALS: ﬁ'ﬂ OWNER: WASHINGTON STATE PATROL

DISTRICT: 3 ADDRESS:
LOCATION: FM SHOP

MAKE: HAENN}

MODEL: 101

COUNTY:
TYPE PORT. WHEEL SCALE ACCURACY CLASS: Il

ID. NO: 23147 CAPACITY: 20000 Ibs. SECTIONS:

MINIMUM GRADUATIONS: 50 Ibs. REG. ELEMENT: DIAL PLATFORM 15"X26"

postmon | weiGhT | mbication | FRROR | poSion | wiiot | mvplcamion | PRROR
EIEI?!TER 5000 5000 0

CENTER 10000 7 10000 0 |
CENTER ) 15000 15000 0

CENTER 20000 199§D -50

Using testing procedures set forth in Handbook 44 promulgated by the National Institute of Standards and Technology and

fest weights which were certified as accurate as shown on the attached "Report and Certificate of Calibration”,
Certification number(s): 36293-W-01

1 do hereby ceriify ungefpenalty of perjury under the laws of the state of Washington that the above described weighing device met or exceeded
the standards of acgdracy. - ‘ .
Signed by: At 1Ay Date:
’ r = > "
Print name: DAVID CROMER
State of Washington
\\\\\\““ ! "';"l;,,’ County of "~ ¥ o e o
,5.\\\\ \“ANEPP;”/,, T Signed and sworn to (or affirmed before
M ad e \OR Frae
§¢.“*\%"‘° EhbiBa%, Feb. &, 2018 b
~ . ' i - - 1
S8 qotARy =z : O-
E H Y E
= i = i f notary public
Y s of otary publiy
Z PP us NS é'..i-‘ ATE N G . C';C'.»ooex-"r“
St qSNS : : 4
%, 4)-._‘__7:‘ A_,' ..... -\$ \\\\ Printed Name of Notary
"’/,,F OF W ks\t\\\\\ My appointment expires - T 4 SOV =
3000-362-021 (IMerpRIWY



